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Change #1, 638 
On page 4, under Infrared Thermometer, replace the entire Accuracy (typical) specification 
with: 

Accuracy (typical)…………±5 ºC from -20 ºC to 50 ºC, ±10 ºC from 50 ºC to 150 ºC 

Change #2, 646 

On page 5, add the following to the Specifications section: 

Frequency ......................... 2.4 GHz 
Modulation ......................... GFSK 
Output power ..................... <10 mw  


